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included the Limits of Stability (LoS) protocol, which assesses volitional control of body movements and has been utilized in able-bodied individuals [14, 15] , elderly [14, 16] , elderly fallers [17] , stroke patients [18] and prosthesis users [19] [20] [21] [22] [23] . Results have shown that prosthesis users have compromised accuracy directed posteriorly, and both accuracy and stability limits towards the prosthetic side [22] , although variables associated with accuracy improve in the 6 month period following amputation [20] . It has also been shown that angular alignment adjustments of the foot up to 5 degrees (plantarflexion/dorsiflexion) do not have an effect on outcome of the LoS protocol [19] .
There are multiple systems that can evaluate LoS [24, 25] . These different systems typically rely on extracting outcomes from forceplate data which is proprietary to manufacturers.
Recently a validation of the LoS protocol was conducted using motion analysis and center of mass (CoM) of able-bodied and transtibial prosthesis users [23] . Results indicated varying levels of correlation between resultant CoP data from a single forceplate and CoM data for outcomes in the LoS protocol. As these studies rely on procurement of manufacturer specific proprietary equipment, it is also imperative to develop a non-proprietary method of evaluating LoS using equipment such as multiple forceplates and motion analysis systems that are often times already available in many biomechanics laboratories.
Currently, reliability of the LoS protocol has been documented in multiple patient groups including young able-bodied individuals (Intraclass Correlation Coefficient (ICC)=maximum excursion range (0.88-0.93)) [15] , able-bodied young and elderly (ICC=path length (0.78), movement time (0.83) [14] , stroke patients (ICC=movement path (0.88), movement time (0.84) [18] , elderly fallers (Generalizability coefficient=0.58-0.87) [17] [16] [17] [18] . Although these values suggest moderate to high reliability of at least path length and movement time, empirical reliability of all outcome variables in the LoS protocol in TPUs is unknown. This is significant as measures of postural control, such as the LoS, must be both valid and reliable in order to draw sound conclusions from results. So as to empirically evaluate reliability of the LoS from both CoM and CoP it is necessary to develop a non-proprietary method for use clinically with prosthetic users.
Therefore, the aims of this study were to empirically quantify, for transtibial prosthesis users, both reliability and learning effects present in Limits of Stability outcome variables from center of pressure and center of mass on: 1) multiple test repetitions within a single test occasion; and 2) between multiple test occasions. Experimental hypotheses are that: 1) there will be adequate reliability of methods of LoS calculation based on CoP and CoM, 2) there will be variation between outcome variables in their reliability, and 3) there will be learning effects present.
Methods

Participants
An experimental group of unilateral transtibial prosthesis users (TPU; n=7, (mean(SD): age=54.1(10.7)years, weight=81.4(16.2)kg, height=177.6(6.7)cm) was recruited on the basis that they; had a unilateral transtibial amputation with no concomitant health issues, no current issues regarding fit or function of the prosthesis including wounds, blisters, or skin breakdown and had been a regular prosthesis user for at least one year. A matched control group (CON; n=7) was also recruited (mean(SD): age=49.3(12.7)years, weight=83.0(7.5)kg, height=180.0(6.9)cm). All participants gave written, informed consent to participation which was approved by the Regional Ethical Review Board in Linköping, Sweden.
Experimental Protocol
Prior to testing participants were fitted with a safety harness. Participants stood with each of their feet located on one of two forceplates (BP400600, AMTI, Inc.; Watertown, USA). Participants received no practice session, simply an explanation of the test protocol.
Individual trials towards 8 goal positions from each test session were completed in a randomized order. Following test session completion, there was a rest period of 1-2 minutes before beginning subsequent test sessions. In total, participants completed the LoS protocol 20 times over four test sessions in two days. Each occasion consisted of five repetitions of the LoS protocol. Duration for each occasion was 20-25 minutes. There were two test sessions on both day one and a second day separated by 24-48 hours. Within day test occasions were separated between 3-6 hours.
Passive-reflective markers (69) were placed on anatomical landmarks and joints in order to define the body as a 13-segment system (head, upper and lower arms, hands, torso, pelvis, thigh, shank and foot segments bilaterally). Full-body kinematics were collected using an 11-camera Oqus motion analysis system (Qualisys AB; Gothenburg, Sweden) with marker coordinate and force data sampled at 100Hz using Qualisys Track Manager (Qualisys AB; Gothenburg, Sweden). All data were then exported to Visual 3D (C-Motion, Inc.; Germantown, USA) for post-processing.
Data Analysis
Prior to data collection, a standing calibration file was collected to determine position of center of mass (CoM) for each participant. Mean height of CoM was then utilized to create Following data collection, identical analysis was conducted on CoM and CoP coordinates to extract outcome variables. The coordinate system for analysis was converted from the global lab-based system to a local goal-based coordinate system where x-y-z referred to: movements not towards goal (x) (positive x-direction defined as 90 degrees to the right (clockwise) from the positive y-direction; negative x-direction defined as 180 degrees from the positive xdirection, movements towards goal (y) (positive y-direction defined as that towards the goals; negative defined as 180 degrees from positive y-direction, and movements in vertical direction (z-perpendicular to plane formed by x and y) (positive z-direction defined as superior/up and negative z-direction defined as inferior/down). This transformation aided analysis as movements both towards -and deviations from -the goal were defined in the same coordinate system, regardless of which goal was under consideration. This meant, for instance, a movement towards the goal would always be in the positive y-direction, irrespective of goal direction. Raw marker coordinate and CoP data were low-pass filtered using a second-order Butterworth filter with a cut-off frequency of 3 Hz. This processed data was used in all subsequent analyses.
Angle of inclination based on CoP
A single resultant CoP for both feet was extracted from two forceplates and utilized in analysis. Angle of inclination derived from CoP (ϴCoP) was calculated by identifying 3 points:
1) x/y position of CoP at cue to start, 2) a vertical projection of point 1 at mean height of CoM as calculated in calibration file in lab-coordinate system, and 3) this vertical projection (point 2) throughout 8 second trial. Where points 1, 2 and 3 form a triangle, the angle was then defined as that formed between line 12 and line 13 ( Figure 2A ).
Angle of inclination based on CoM
Angle of inclination derived from CoM (ϴCoM) was calculated by identifying 3 points: 1)
x/y/z position of CoM at cue to start at, 2) a vertical projection of point 1 at support-surface (z=0), and 3) movement of point 1 throughout 8 second trial. Where points 1, 2 and 3 form a triangle, the angle was then defined as that formed between line 12 and line 13 ( Figure 2B ).
INSERT FIGURE 1
Each angle of inclination was derived (ϴCoP and ϴCoM) and used to calculate outcome DC was defined as proportion of movement in intended direction compared to movement not in intended direction. It was defined by integrating the angular time/position curve using trapezoidal rule for each of x-and y-planes for each of the 8 second trials. Then, a proportion (%) was calculated based on the following formula:
where ∫ was sum of all motion towards goal, and, where ∫ was sum of all motion not towards goal. DC is expressed in percent (%).
EPE was defined by locating the first local maximum of angular excursion time curve during the eight second trial. It was identified as the first peak following cue to start where the angle excursion curve exhibits zero slope. EPE is expressed in degrees (°).
MXE was defined by locating the global maximum of angular excursion time curve during the 8 second trial. This represents the greatest angular excursion participants were able to attain in intended direction. MXE is expressed in degrees (°).MV was defined by calculating first derivative of angular position/time curve. Then a 5% and 95% percent threshold were established for total angular distance from start position to EPE position. The outcome was then calculated based on mean first derivative of angular position/time curve between these 5%
and 95% thresholds. MV is expressed in degrees per second (°/s).RT was defined by calculating root-mean-square (RMS) value of angular position/time curve for 2 seconds preceding cue to move. RT variable was then identified by locating the instant when angular excursion surpassed this RMS value for the first time in intended direction. RT is expressed in seconds (s).
Statistical Analysis
Inter-trial learning effect was analyzed using Pearson product-moment correlation A three-way repeated measures ANOVA was conducted to determine effects of Group (TPU-CON), Occasion (1-4), and Repetition (2-5) on each outcome variable (DC, EPE, MXE, MV, RT). Greenhouse-Geisser adjusted values were interpreted when violations to sphericity were present. Bonferroni adjustments were applied to post-hoc comparisons.
Results
Data were inspected to identify various trials where results were deemed unfit for analysis.
This was often due to algorithm errors during data processing stage. Examples of this included percentages greater than 100 or less than 0 or reaction times less than 0 (or greater than 8 seconds). This resulted in a total of approximately 7% of data being removed from analysis (166 of 2240 trials). Descriptive data for outcomes variables (DC, EPE, MXE, MV, RT), including 95%CIs are provided in Table 1 .
INSERT Figure 2A) . The 95%CI contained a zero value in the second analysis, indicating statistical absence of a learning effect when only trials 2-5 were included.
INSERT FIGURE 2
INSERT All other three-way and two-way interactions for Group, Occasion, or Repetition were not statistically significant for each remaining outcome variables (DC, EPE, MXE, MV) (Table 3 ).
INSERT Hypothesis number three was also confirmed as there was presence of an inter-trial learning effect in directional control when correlation coefficients included trials 1-5. With removal of the first trial from analysis this statistically positive correlation between repetition and directional control was not present. This is the first study to directly investigate learning effects of any kind in the LoS protocol in any patient group. Results suggest that for TPUs, investigators should complete at least one full repetition of the test protocol before collecting data used in analysis of postural control. Of interest is that participants received no practice session, which is common in the literature [16, 17, 24, 25] , suggesting that any learning effect can be reduced by execution of a full practice trial instead. Results also suggest that further practice after the first trial did not have an additional effect on outcome variables.
There are limitations present in the current study. Although groups are matched and similar in characteristics, it is possible results may only reflect similar individuals, particularly in relation to TPUs which who whilst not highly active, were reasonably mobile. In addition, the current sample size may also limit the precision of the reliability estimates. Therefore, caution should be exercised when generalizing conclusions to TPUs with other characteristics, such as those having an amputation for reasons other than trauma, relatively young participants, females, and those who have had a recent amputation, given the size and characteristics of the sample from the current study.
In summary, results of this study clearly show that the LoS protocol is sufficiently reliable on a clinical level to draw sound conclusions based on directional control, movement velocity and two measures of excursion for TPUs. Though, researchers should be cautious in conclusions drawn from the reaction time variable, as reliability was much lower than other variables. Results were also similar between CoP and CoM outcome variables and suggest nonproprietary equipment often found in a biomechanics laboratory are also capable of contributing to highly reliable research in this area. Although not within the scope of the current study, future research should also address the reliability and learning effects of postural control associated with each limb in prosthesis users in study designs such as that employed in the current study. These analyses may reveal asymmetries specific to unilateral limb loss not detected using the LoS test in its standard form.
Conclusions
Limits of Stability outcome variables based on center of mass and center of pressure, as evaluated using the methods in this investigation, are of fair to excellent reliability and sound conclusions can be drawn based on results. The exception to this was reaction time, which is of low reliability, and researchers' conclusions should be drawn cautiously with this factor in mind. A learning effect which is present in directional control can be reduced by repeating the protocol at least twice, and limiting analysis to the second trial. (1, 2, 3, 4, 5) for each Test Occasion (1, 2, 3, 4) 
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